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§ 808.98 West Virginia. 

(a) The following West Virginia med-
ical device requirements are enforce-
able notwithstanding section 521(a) of 
the act because the Food and Drug Ad-
ministration has exempted them from 
preemption: West Virginia Code, sec-
tions 30–26–14 (b) and (c) and section 30– 
26–15(a) on the condition that in enforc-
ing section 30–26–15(a) West Virginia 
apply the definition of ‘‘used hearing 
aid’’ in § 801.420(a)(6) of this chapter. 

(b) The following West Virginia med-
ical device requirement is preempted 
by section 521(a) of the act, and the 
Food and Drug Administration has de-
nied it an exemption from preemption 
under section 521(b) of the act: West 
Virginia Code, section 30–26–14(a). 

[45 FR 67337, Oct. 10, 1980, as amended at 53 
FR 35314, Sept. 13, 1988] 

§ 808.101 District of Columbia. 

(a) The following District of Colum-
bia medical device requirements are 
enforceable, notwithstanding section 
521 of the act, because the Food and 
Drug Administration has exempted 
them from preemption under section 
521(b) of the act: 

(1) Act 2–79, section 5, to the extent 
that it requires an audiological evalua-
tion for children under the age of 18. 

(2) Act 2–79, section 6, on the condi-
tion that in enforcing section 6(a)(5), 
the District of Columbia apply the defi-
nition of ‘‘used hearing aid’’ in 
§ 801.420(a)(6) of this chapter. 

(b) The following District of Colum-
bia medical device requirement is pre-
empted by section 521(a) of the act, and 
the Food and Drug Administration has 
denied it an exemption from preemp-
tion under section 521(b) of the act: Act 
2–79, section 5, except as provided in 
paragraph (a) of this section. 

[46 FR 59236, Dec. 4, 1981] 

PART 809—IN VITRO DIAGNOSTIC 
PRODUCTS FOR HUMAN USE 

Subpart A—General Provisions 

Sec. 
809.3 Definitions. 
809.4 Confidentiality of submitted informa-

tion. 

Subpart B—Labeling 

809.10 Labeling for in vitro diagnostic prod-
ucts. 

Subpart C—Requirements for 
Manufacturers and Producers 

809.20 General requirements for manufac-
turers and producers of in vitro diag-
nostic products. 

809.30 Restrictions on the sale, distribution 
and use of analyte specific reagents. 

809.40 Restrictions on the sale, distribution, 
and use of OTC test sample collection 
systems for drugs of abuse testing. 

AUTHORITY: 21 U.S.C. 331, 351, 352, 355, 360b, 
360c, 360d, 360h, 360i, 360j, 371, 372, 374, 381. 

Subpart A—General Provisions 

§ 809.3 Definitions. 
(a) In vitro diagnostic products are 

those reagents, instruments, and sys-
tems intended for use in the diagnosis 
of disease or other conditions, includ-
ing a determination of the state of 
health, in order to cure, mitigate, 
treat, or prevent disease or its 
sequelae. Such products are intended 
for use in the collection, preparation, 
and examination of specimens taken 
from the human body. These products 
are devices as defined in section 201(h) 
of the Federal Food, Drug, and Cos-
metic Act (the act), and may also be bi-
ological products subject to section 351 
of the Public Health Service Act. 

(b) A product class is all those prod-
ucts intended for use for a particular 
determination or for a related group of 
determinations or products with com-
mon or related characteristics or those 
intended for common or related uses. A 
class may be further divided into sub-
classes when appropriate. 

(c) [Reserved] 
(d) Act means the Federal Food, 

Drug, and Cosmetic Act. 

[41 FR 6903, Feb. 13, 1976, as amended at 45 
FR 7484, Feb. 1, 1980] 

§ 809.4 Confidentiality of submitted in-
formation. 

Data and information submitted 
under § 809.10(c) that are shown to fall 
within the exemption established in 
§ 20.61 of this chapter shall be treated 
as confidential by the Food and Drug 
Administration and any person to 
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whom the data and information are re-
ferred. The Food and Drug Administra-
tion will determine whether informa-
tion submitted will be treated as con-
fidential in accordance with the provi-
sions of part 20 of this chapter. 

[45 FR 7484, Feb. 1, 1980] 

Subpart B—Labeling 
§ 809.10 Labeling for in vitro diag-

nostic products. 
(a) The label for an in vitro diag-

nostic product shall state the following 
information, except where such infor-
mation is not applicable, or as other-
wise specified in a standard for a par-
ticular product class or as provided in 
paragraph (e) of this section. Section 
201(k) of the act provides that ‘‘a re-
quirement made by or under authority 
of this act that any word, statement, 
or other information appear on the 
label shall not be considered to be com-
plied with unless such word, statement, 
or other information also appears on 
the outside container or wrapper, if 
any there be, of the retail package of 
such article, or is easily legible 
through the outside container or wrap-
per.’’ 

(1) The proprietary name and estab-
lished name (common or usual name), 
if any. 

(2) The intended use or uses of the 
product. 

(3) For a reagent, a declaration of the 
established name (common or usual 
name), if any, and quantity, proportion 
or concentration of each reactive in-
gredient; and for a reagent derived 
from biological material, the source 
and a measure of its activity. The 
quantity, proportion, concentration, or 
activity shall be stated in the system 
generally used and recognized by the 
intended user, e.g., metric, inter-
national units, etc. 

(4) A statement of warnings or pre-
cautions for users as established in the 
regulations contained in 16 CFR part 
1500 and any other warnings appro-
priate to the hazard presented by the 
product; and a statement ‘‘For In Vitro 
Diagnostic Use’’ and any other limiting 
statements appropriate to the intended 
use of the product. 

(5) For a reagent, appropriate storage 
instructions adequate to protect the 

stability of the product. When applica-
ble, these instructions shall include 
such information as conditions of tem-
perature, light, humidity, and other 
pertinent factors. For products requir-
ing manipulation, such as reconstitu-
tion and/or mixing before use, appro-
priate storage instructions shall be 
provided for the reconstituted or mixed 
product which is to be stored in the 
original container. The basis for such 
instructions shall be determined by re-
liable, meaningful, and specific test 
methods such as those described in 
§ 211.166 of this chapter. 

(6) For a reagent, a means by which 
the user may be assured that the prod-
uct meets appropriate standards of 
identity, strength, quality and purity 
at the time of use. This shall be pro-
vided, both for the product as provided 
and for any resultant reconstituted or 
mixed product, by including on the 
label one or more of the following: 

(i) An expiration date based upon the 
stated storage instructions. 

(ii) A statement of an observable in-
dication of an alteration of the prod-
uct, e.g., turbidity, color change, pre-
cipitate, beyond its appropriate stand-
ards. 

(iii) Instructions for a simple method 
by which the user can reasonably de-
termine that the product meets its ap-
propriate standards. 

(7) For a reagent, a declaration of the 
net quantity of contents, expressed in 
terms of weight or volume, numerical 
count, or any combination of these or 
other terms which accurately reflect 
the contents of the package. The use of 
metric designations is encouraged, 
wherever appropriate. If more than a 
single determination may be performed 
using the product, any statement of 
the number of tests shall be consistent 
with instructions for use and amount 
of material provided. 

(8) Name and place of business of 
manufacturer, packer, or distributor. 

(9) A lot or control number, identi-
fied as such, from which it is possible 
to determine the complete manufac-
turing history of the product. 

(i) If it is a multiple unit product, the 
lot or control number shall permit 
tracing the identity of the individual 
units. 
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(ii) For an instrument, the lot or con-
trol number shall permit tracing the 
identity of all functional subassem-
blies. 

(iii) For multiple unit products which 
require the use of included units to-
gether as a system, all units should 
bear the same lot or control number, if 
appropriate, or other suitable uniform 
identification should be used. 

(10) Except that for items in para-
graphs (a) (1) through (9) of this sec-
tion: (i) In the case of immediate con-
tainers too small or otherwise unable 
to accommodate a label with sufficient 
space to bear all such information and 
which are packaged within an outer 
container from which they are removed 
for use, the information required by 
paragraphs (a) (2), (3), (4), (5), (6) (ii), 
(iii) and (7) of this section may appear 
in the outer container labeling only. 

(ii) In any case in which the presence 
of this information on the immediate 
container will interfere with the test, 
the information may appear on the 
outside container or wrapper rather 
than on the immediate container label. 

(b) Labeling accompanying each 
product, e.g., a package insert, shall 
state in one place the following infor-
mation in the format and order speci-
fied below, except where such informa-
tion is not applicable, or as specified in 
a standard for a particular product 
class. The labeling for a multiple-pur-
pose instrument used for diagnostic 
purposes, and not committed to spe-
cific diagnostic procedures or systems, 
may bear only the information indi-
cated in paragraphs (b) (1), (2), (6), (14), 
and (15) of this section. The labeling for 
a reagent intended for use as a replace-
ment in a diagnostic system may be 
limited to that information necessary 
to identify the reagent adequately and 
to describe its proper use in the sys-
tem. 

(1) The proprietary name and estab-
lished name, i.e., common or usual 
name, if any. 

(2) The intended use or uses of the 
product and the type of procedure, e.g., 
qualitative or quantitative. 

(3) Summary and explanation of the 
test. Include a short history of the 
methodology, with pertinent references 
and a balanced statement of the special 
merits and limitations of this method 

or product. If the product labeling re-
fers to any other procedure, appro-
priate literature citations shall be in-
cluded and the labeling shall explain 
the nature of any differences from the 
original and their effect on the results. 

(4) The chemical, physical, physio-
logical, or biological principles of the 
procedure. Explain concisely, with 
chemical reactions and techniques in-
volved, if applicable. 

(5) Reagents: 
(i) A declaration of the established 

name (common or usual name), if any, 
and quantity, proportion or concentra-
tion or each reactive ingredient; and 
for biological material, the source and 
a measure of its activity. The quantity, 
proportion, concentration or activity 
shall be stated in the system generally 
used and recognized by the intended 
user, e.g., metric, international units, 
etc. A statement indicating the pres-
ence of and characterizing any cata-
lytic or nonreactive ingredients, e.g., 
buffers, preservatives, stabilizers. 

(ii) A statement of warnings or pre-
cautions for users as established in the 
regulations contained in 16 CFR part 
1500 and any other warnings appro-
priate to the hazard presented by the 
product; and a statement ‘‘For In Vitro 
Diagnostic Use’’ and any other limiting 
statements appropriate to the intended 
use of the product. 

(iii) Adequate instructions for recon-
stitution, mixing, dilution, etc. 

(iv) Appropriate storage instructions 
adequate to protect the stability of the 
product. When applicable, these in-
structions shall include such informa-
tion as conditions of temperature, 
light, humidity, and other pertinent 
factors. For products requiring manip-
ulation, such as reconstitution and/or 
mixing before use, appropriate storage 
instructions shall be provided for the 
reconstituted or mixed product. The 
basis for such instructions shall be de-
termined by reliable, meaningful, and 
specific test methods such as those de-
scribed in § 211.166 of this chapter. 

(v) A statement of any purification 
or treatment required for use. 

(vi) Physical, biological, or chemical 
indications of instability or deteriora-
tion. 

(6) Instruments: 
(i) Use or function. 
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(ii) Installation procedures and spe-
cial requirements. 

(iii) Principles of operation. 
(iv) Performance characteristics and 

specifications. 
(v) Operating instructions. 
(vi) Calibration procedures including 

materials and/or equipment to be used. 
(vii) Operational precautions and 

limitations. 
(viii) Hazards. 
(ix) Service and maintenance infor-

mation. 
(7) Specimen collection and prepara-

tion for analysis, including a descrip-
tion of: 

(i) Special precautions regarding 
specimen collection including special 
preparation of the patient as it bears 
on the validity of the test. 

(ii) Additives, preservatives, etc., 
necessary to maintain the integrity of 
the specimen. 

(iii) Known interfering substances. 
(iv) Recommended storage, handling 

or shipping instructions for the protec-
tion and maintenance of stability of 
the specimen. 

(8) Procedure: A step-by-step outline 
of recommended procedures from re-
ception of the specimen to obtaining 
results. List any points that may be 
useful in improving precision and accu-
racy. 

(i) A list of all materials provided, 
e.g., reagents, instruments and equip-
ment, with instructions for their use. 

(ii) A list of all materials required 
but not provided. Include such details 
as sizes, numbers, types, and quality. 

(iii) A description of the amounts of 
reagents necessary, times required for 
specific steps, proper temperatures, 
wavelengths, etc. 

(iv) A statement describing the sta-
bility of the final reaction material to 
be measured and the time within which 
it shall be measured to assure accurate 
results. 

(v) Details of calibration: Identify 
reference material. Describe prepara-
tion of reference sample(s), use of 
blanks, preparation of the standard 
curve, etc. The description of the range 
of calibration should include the high-
est and the lowest values measurable 
by the procedure. 

(vi) Details of kinds of quality con-
trol procedures and materials required. 

If there is need for both positive and 
negative controls, this should be stat-
ed. State what are considered satisfac-
tory limits of performance. 

(9) Results: Explain the procedure for 
calculating the value of the unknown. 
Give an explanation for each compo-
nent of the formula used for the cal-
culation of the unknown. Include a 
sample calculation, step-by-step, ex-
plaining the answer. The values shall 
be expressed to the appropriate number 
of significant figures. If the test pro-
vides other than quantitative results, 
provide an adequate description of ex-
pected results. 

(10) Limitation of the procedure: In-
clude a statement of limitations of the 
procedure. State known extrinsic fac-
tors or interfering substances affecting 
results. If further testing, either more 
specific or more sensitive, is indicated 
in all cases where certain results are 
obtained, the need for the additional 
test shall be stated. 

(11) Expected values: State the 
range(s) of expected values as obtained 
with the product from studies of var-
ious populations. Indicate how the 
range(s) was established and identify 
the population(s) on which it was es-
tablished. 

(12) Specific performance characteris-
tics: Include, as appropriate, informa-
tion describing such things as accu-
racy, precision, specificity, and sensi-
tivity. These shall be related to a gen-
erally accepted method using biologi-
cal specimens from normal and abnor-
mal populations. Include a statement 
summarizing the data upon which the 
specific performance characteristics 
are based. 

(13) Bibliography: Include pertinent 
references keyed to the text. 

(14) Name and place of business of 
manufacturer, packer, or distributor. 

(15) Date of issuance of the last revi-
sion of the labeling identified as such. 

(c) A shipment or other delivery of an 
in vitro diagnostic product shall be ex-
empt from the requirements of para-
graphs (a) and (b) of this section and 
from a standard promulgated under 
part 861 provided that the following 
conditions are met: 

(1) In the case of a shipment or deliv-
ery for an investigation subject to part 
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812, if there has been compliance with 
part 812; or 

(2) In the case of a shipment or deliv-
ery for an investigation that is not 
subject to part 812 (see § 812.2(c)), if the 
following conditions are met: 

(i) For a product in the laboratory re-
search phase of development, and not 
represented as an effective in vitro di-
agnostic product, all labeling bears the 
statement, prominently placed: ‘‘For 
Research Use Only. Not for use in diag-
nostic procedures.’’ 

(ii) For a product being shipped or de-
livered for product testing prior to full 
commercial marketing (for example, 
for use on specimens derived from hu-
mans to compare the usefulness of the 
product with other products or proce-
dures which are in current use or rec-
ognized as useful), all labeling bears 
the statement, prominently placed: 
‘‘For Investigational Use Only. The 
performance characteristics of this 
product have not been established.’’ 

(d) The labeling of general purpose 
laboratory reagents (e.g., hydrochloric 
acid) and equipment (e.g., test tubes 
and pipettes) whose uses are generally 
known by persons trained in their use 
need not bear the directions for use re-
quired by § 809.10(a) and (b), if their la-
beling meets the requirements of this 
paragraph. 

(1) The label of a reagent shall bear 
the following information: 

(i) The proprietary name and estab-
lished name (common or usual name), 
if any, of the reagent. 

(ii) A declaration of the established 
name (common or usual name), if any, 
and quantity, proportion or concentra-
tion of the reagent ingredient (e.g., hy-
drochloric acid: Formula weight 36.46, 
assay 37.9 percent, specific gravity 1.192 
at 60 °F); and for a reagent derived 
from biological material, the source 
and where applicable a measure of its 
activity. The quantity, proportion, 
concentration or activity shall be stat-
ed in the system generally used and 
recognized by the intended user, e.g., 
metric, international units, etc. 

(iii) A statement of the purity and 
quality of the reagent, including a 
quantitative declaration of any impuri-
ties present. The requirement for this 
information may be met by a state-
ment of conformity with a generally 

recognized and generally available 
standard which contains the same in-
formation, e.g., those established by 
the American Chemical Society, U.S. 
Pharmacopeia, National Formulary, 
National Research Council. 

(iv) A statement of warnings or pre-
cautions for users as established in the 
regulations contained in 16 CFR part 
1500 and any other warnings appro-
priate to the hazard presented by the 
product; and a statement ‘‘For Labora-
tory Use.’’ 

(v) Appropriate storage instructions 
adequate to protect the stability of the 
product. When applicable, these in-
structions shall include such informa-
tion as conditions of temperature, 
light, humidity, and other pertinent 
factors. The basis for such information 
shall be determined by reliable, mean-
ingful, and specific test methods such 
as those described in § 211.166 of this 
chapter. 

(vi) A declaration of the net quantity 
of contents, expressed in terms of 
weight or volume, numerical count, or 
any combination of these or other 
terms which accurately reflect the con-
tents of the package. The use of metric 
designations is encouraged, wherever 
appropriate. 

(vii) Name and place of business of 
manufacturer, packer, or distributor. 

(viii) A lot or control number, identi-
fied as such, from which it is possible 
to determine the complete manufac-
turing history of the product. 

(ix) In the case of immediate con-
tainers too small or otherwise unable 
to accommodate a label with sufficient 
space to bear all such information, and 
which are packaged within an outer 
container from which they are removed 
for use, the information required by 
paragraphs (d)(1)(ii), (iii), (iv), (v), and 
(vi) of this section may appear in the 
outer container labeling only. 

(2) The label of general purpose lab-
oratory equipment, e.g., a beaker or a 
pipette, shall bear a statement ade-
quately describing the product, its 
composition, and physical characteris-
tics if necessary for its proper use. 

(e)(1) The labeling for analyte spe-
cific reagents (e.g., monoclonal anti-
bodies, deoxyribonucleic acid (DNA) 
probes, viral antigens, ligands) shall 
bear the following information: 
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(i) The proprietary name and estab-
lished name (common or usual name), 
if any, of the reagent; 

(ii) A declaration of the established 
name (common or usual name), if any; 

(iii) The quantity, proportion, or con-
centration of the reagent ingredient; 
and for a reagent derived from biologi-
cal material, the source and where ap-
plicable, a measure of its activity. The 
quantity, proportion, concentration, or 
activity shall be stated in the system 
generally used and recognized by the 
intended user, e.g., metric, inter-
national units, etc.; 

(iv) A statement of the purity and 
quality of the reagent, including a 
quantitative declaration of any impuri-
ties present and method of analysis or 
characterization. The requirement for 
this information may be met by a 
statement of conformity with a gen-
erally recognized and generally avail-
able standard that contains the same 
information, e.g., those established by 
the American Chemical Society, U.S. 
Pharmacopeia, National Formulary, 
and National Research Council. The la-
beling may also include information 
concerning chemical/molecular com-
position, nucleic acid sequence, binding 
affinity, cross-reactivities, and inter-
action with substances of known clin-
ical significance; 

(v) A statement of warnings or pre-
cautions for users as established in the 
regulations contained in 16 CFR part 
1500 and any other warnings appro-
priate to the hazard presented by the 
product; 

(vi) The date of manufacture and ap-
propriate storage instructions ade-
quate to protect the stability of the 
product. When applicable, these in-
structions shall include such informa-
tion as conditions of temperature, 
light, humidity, date of expiration, and 
other pertinent factors. The basis for 
such instructions shall be determined 
by reliable, meaningful, and specific 
test methods, such as those described 
in § 211.166 of this chapter; 

(vii) A declaration of the net quan-
tity of contents, expressed in terms of 
weight or volume, numerical count, or 
any combination of these or other 
terms that accurately reflect the con-
tents of the package. The use of metric 

designations is encouraged, wherever 
appropriate; 

(viii) The name and place of business 
of manufacturer, packer, or dis-
tributor; 

(ix) A lot or control number, identi-
fied as such, from which it is possible 
to determine the complete manufac-
turing history of the product; 

(x) For class I exempt ASR’s, the 
statement: ‘‘Analyte Specific Reagent. 
Analytical and performance character-
istics are not established’’; and 

(xi) For class II and III ASR’s, the 
statement: ‘‘Analyte Specific Reagent. 
Except as a component of the approved/ 
cleared test (Name of approved/cleared 
test), analytical and performance char-
acteristics of this ASR are not estab-
lished.’’ 

(2) In the case of immediate con-
tainers too small or otherwise unable 
to accommodate a label with sufficient 
space to bear all such information, and 
which are packaged within an outer 
container from which they are removed 
for use, the information required by 
paragraphs (e)(1) through (e)(6) of this 
section may appear in the outer con-
tainer labeling only. 

(f) The labeling for over-the-counter 
(OTC) test sample collection systems 
for drugs of abuse testing shall bear 
the following information in language 
appropriate for the intended users: 

(1) Adequate instructions for speci-
men collection and handling, and for 
preparation and mailing of the speci-
men to the laboratory for testing. 

(2) An identification system to en-
sure that specimens are not mixed up 
or otherwise misidentified at the lab-
oratory, and that user anonymity is 
maintained. 

(3) The intended use or uses of the 
product, including what drugs are to be 
identified in the specimen, a quan-
titative description of the performance 
characteristics for those drugs (e.g., 
sensitivity and specificity) in terms 
understandable to lay users, and the 
detection period. 

(4) A statement that confirmatory 
testing will be conducted on all sam-
ples that initially test positive. 

(5) A statement of warnings or pre-
cautions for users as established in the 
regulations contained in 16 CFR part 
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1500 and any other warnings appro-
priate to the hazard presented by the 
product. 

(6) Adequate instructions on how to 
obtain test results from a person who 
can explain their meaning, including 
the probability of false positive and 
false negative results, as well as how to 
contact a trained health professional if 
additional information on interpreta-
tion of test results from the laboratory 
or followup counseling is desired. 

(7) Name and place of business of the 
manufacturer, packer, or distributor. 

[41 FR 6903, Feb. 13, 1976, as amended at 45 
FR 3750, Jan. 18, 1980; 45 FR 7484, Feb. 1, 1980; 
47 FR 41107, Sept. 17, 1982; 47 FR 51109, Nov. 
12, 1982; 48 FR 34470, July 29, 1983; 62 FR 62259, 
Nov. 21, 1997; 65 FR 18234, Apr. 7, 2000] 

Subpart C—Requirements for 
Manufacturers and Producers 

§ 809.20 General requirements for 
manufacturers and producers of in 
vitro diagnostic products. 

(a) [Reserved] 
(b) Compliance with good manufac-

turing practices. In vitro diagnostic 
products shall be manufactured in ac-
cordance with the good manufacturing 
practices requirements found in part 
820 of this chapter and, if applicable, 
with § 610.44 of this chapter. 

[41 FR 6903, Feb. 13, 1976, as amended at 42 
FR 42530, Aug. 23, 1977; 43 FR 31527, July 21, 
1978; 66 FR 31165, June 11, 2001] 

§ 809.30 Restrictions on the sale, dis-
tribution and use of analyte specific 
reagents. 

(a) Analyte specific reagents (ASR’s) 
(§ 864.4020 of this chapter) are restricted 
devices under section 520(e) of the Fed-
eral Food, Drugs, and Cosmetic Act 
(the act) subject to the restrictions set 
forth in this section. 

(b) ASR’s may only be sold to: 
(1) In vitro diagnostic manufacturers; 
(2) Clinical laboratories regulated 

under the Clinical Laboratory Improve-
ment Amendments of 1988 (CLIA), as 
qualified to perform high complexity 
testing under 42 CFR part 493 or clin-
ical laboratories regulated under VHA 
Directive 1106 (available from Depart-
ment of Veterans Affairs, Veterans 
Health Administration, Washington, 
DC 20420); and 

(3) Organizations that use the re-
agents to make tests for purposes other 
than providing diagnostic information 
to patients and practitioners, e.g., fo-
rensic, academic, research, and other 
nonclinical laboratories. 

(c) ASR’s must be labeled in accord-
ance with § 809.10(e). 

(d) Advertising and promotional ma-
terials for ASR’s: 

(1) Shall include the identity and pu-
rity (including source and method of 
acquisition) of the analyte specific rea-
gent and the identity of the analyte; 

(2) Shall include the statement for 
class I exempt ASR’s: ‘‘Analyte Spe-
cific Reagent. Analytical and perform-
ance characteristics are not estab-
lished’’; 

(3) Shall include the statement for 
class II or III ASR’s: ‘‘Analyte Specific 
Reagent. Except as a component of the 
approved/cleared test (name of ap-
proved/cleared test), analytical and 
performance characteristics are not es-
tablished’’; and 

(4) Shall not make any statement re-
garding analytical or clinical perform-
ance. 

(e) The laboratory that develops an 
in-house test using the ASR shall in-
form the ordering person of the test re-
sult by appending to the test report the 
statement: ‘‘This test was developed 
and its performance characteristics de-
termined by (Laboratory Name). It has 
not been cleared or approved by the 
U.S. Food and Drug Administration.’’ 
This statement would not be applicable 
or required when test results are gen-
erated using the test that was cleared 
or approved in conjunction with review 
of the class II or III ASR. 

(f) Ordering in-house tests that are 
developed using analyte specific re-
agents is limited under section 520(e) of 
the act to physicians and other persons 
authorized by applicable State law to 
order such tests. 

(g) The restrictions in paragraphs (c) 
through (f) of this section do not apply 
when reagents that otherwise meet the 
analyte specific reagent definition are 
sold to: 

(1) In vitro diagnostic manufacturers; 
or 

(2) Organizations that use the re-
agents to make tests for purposes other 
than providing diagnostic information 
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to patients and practitioners, e.g., fo-
rensic, academic, research, and other 
nonclinical laboratories. 

[62 FR 62259, Nov. 21, 1997] 

§ 809.40 Restrictions on the sale, dis-
tribution, and use of OTC test sam-
ple collection systems for drugs of 
abuse testing. 

(a) Over-the-counter (OTC) test sam-
ple collection systems for drugs of 
abuse testing (§ 864.3260 of this chapter) 
are restricted devices under section 
520(e) of the Act subject to the restric-
tions set forth in this section. 

(b) Sample testing shall be performed 
in a laboratory using screening tests 
that have been approved, cleared, or 
otherwise recognized by the Food and 
Drug Administration as accurate and 
reliable for the testing of such speci-
mens for identifying drugs of abuse or 
their metabolites. 

(c) The laboratory performing the 
test(s) shall have, and shall be recog-
nized as having, adequate capability to 
reliably perform the necessary screen-
ing and confirmatory tests, including 
adequate capability to perform integ-
rity checks of the biological specimens 
for possible adulteration. 

(d) All OTC test sample collection 
systems for drugs of abuse testing shall 
be labeled in accordance with § 809.10(f) 
and shall provide an adequate system 
to communicate the proper interpreta-
tion of test results from the laboratory 
to the lay purchaser. 

[65 FR 18234, Apr. 7, 2000] 
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AUTHORITY: 21 U.S.C. 321, 331, 332, 333, 334, 
351, 352, 360h, 371, 374, 375. 

SOURCE: 61 FR 59018, Nov. 20, 1996, unless 
otherwise noted. 

Subpart A—General Provisions 
§ 810.1 Scope. 

Part 810 describes the procedures 
that the Food and Drug Administra-
tion will follow in exercising its med-
ical device recall authority under sec-
tion 518(e) of the Federal Food, Drug, 
and Cosmetic Act. 

§ 810.2 Definitions. 
As used in this part: 
(a) Act means the Federal Food, 

Drug, and Cosmetic Act. 
(b) Agency or FDA means the Food 

and Drug Administration. 
(c) Cease distribution and notification 

strategy or mandatory recall strategy 
means a planned, specific course of ac-
tion to be taken by the person named 
in a cease distribution and notification 
order or in a mandatory recall order, 
which addresses the extent of the noti-
fication or recall, the need for public 
warnings, and the extent of effective-
ness checks to be conducted. 

(d) Consignee means any person or 
firm that has received, purchased, or 
used a device that is subject to a cease 
distribution and notification order or a 
mandatory recall order. Consignee does 
not mean lay individuals or patients, 
i.e., nonhealth professionals. 

(e) Correction means repair, modifica-
tion, adjustment, relabeling, destruc-
tion, or inspection (including patient 
monitoring) of a device, without its 
physical removal from its point of use 
to some other location. 

(f) Device user facility means a hos-
pital, ambulatory surgical facility, 
nursing home, or outpatient treatment 
or diagnostic facility that is not a phy-
sician’s office. 
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